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ABSTRACT 


Objective: Digital polymerase chain reaction (dPCR) assay is an advanced PCR technique 
that allows for the simultaneous detection and absolute quantification of diverse patho- 
gens. Commercially validated kits available for detecting all subtypes of human adenovi- 
rus (HAdV) are limited. This study aimed to demonstrate the development of an in-house 
nanoplate-based dPCR assay with high sensitivity, even at low copy numbers. 


Materials and Methods: In this methodological study, the standardized HAdV DNA was 
prepared by amplifying the specific hexon gene region with real-time PCR and purifying the 
HAdV DNA using magnetic beads from HAdV-positive extractions. Dilutions were tested 
in triplicate during three independent runs to determine the dynamic range, the limit of 
detection (LoD), the limit of quantification (LoQ), precision, and reproducibility. The primer 
and probe sequences used in the study were selected based on a literature review to ensure Corresponding Author: 
the detection of all HAdV serotypes in a single run. The selected primers were verified using Vegetal Been 
the US National Center for Biotechnology Information (NBCI) nBLAST tools, and the target 
sequence was determined using the BioEdit software. The DNA concentration of the stock 
solution was measured using a Qubit fluorometer. The estimated copy number of the stock 
solution per milliliter was calculated based on the length of the amplified base sequence Received: July 19, 2023 


and fluorometer measurement. Accepted: November 4, 2023 
Published: December 29, 2023 
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Results: The dynamic range of the test was determined to be from 770.4 to 0.9476 cp/ul, 


with the LoD and LoQ values both being 0.9476 cp/l. The coefficient of determination (r*) Suggested citation: 
value of the test was 0.9986. Dogantiirk YE, Da&-Giizel A, 
Conclusion: The results demonstrated that the dPCR method could be an ideal tool for the di- Kugkucu MA. Development of 


a nanoplate-based digital PCR 


agnosis and absolute quantification of human adenoviruses, especially in low copy numbers. test method for quantitative 
In order to determine the reproducibility of the test and validate the method for field use, it detection of human adenovirus 
needs to be developed and adapted in various laboratories and supported by clinical studies. DNA. Infect Dis Clin Microbiol. 
Keywords: PCR, dPCR, validation, adenovirus, HAdV 2023;4:353-66. 
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Quantitative Detection of HAdV Using Nanoplate-Based dPCR System 


INTRODUCTION 


uman adenovirus (HAdV) is a non-envel- 

oped, double-stranded DNA virus that caus- 

es self-limiting respiratory system infec- 
tions, gastrointestinal tract infections, conjunctivi- 
tis, and meningitis. These infections are generally 
observed throughout the year with no seasonal dis- 
tribution. Despite being self-limiting, HAdV infec- 
tions are among the most common infections, es- 
pecially in children, individuals living in communal 
places (such as schools, military facilities, etc.), and 
immunocompromised individuals. In these com- 
munities, HAdV infections are associated with high 
morbidity and mortality rates. 


Transmission can occur through inhalation of aero- 
sols, direct conjunctival inoculation, the fecal-oral 
route, or direct contact with infected blood or tissue 
(1, 2). Although the infection is often asymptomatic, 
it can lead to complications such as colitis, pneu- 
monia, hepatitis, nephritis, hemorrhagic cystitis, 
conjunctivitis, encephalitis, or multiple organ fail- 
ure. In children, HAdV can establish latent infec- 
tions in various organs and tissues after primary 
infection and may reactivate, particularly in immu- 
nosuppressive therapy (2, 3). The incidence of infec- 
tion is 3-15% in adults, while it is 6-42%, particular- 
ly in immunosuppressive pediatric individuals (4). 
Among these pediatric individuals, mortality rates 
reach up to 82% (5). 


Since its invention, polymerase chain reaction 
(PCR) has played a crucial role in molecular disease 
diagnosis, pathogen identification, and oncogene 
detection. Over the past 30 years, PCR techniques 
have undergone significant advancements, becom- 
ing more sensitive and capable of simultaneous de- 
tection of multiple targets. The widely used method 
for detecting HAdV DNA is real-time PCR (qPCR). 
In the qPCR method, fluorescent dyes or probe sys- 
tems that emit fluorescence upon binding to dou- 
ble-stranded DNA molecules are used, and these 
emissions are monitored at the end of each cycle. 
A standard curve is generated based on the inten- 
sity of the bound fluorescent dye, and the presence 
and intensity of viral nucleic acid are determined 
by identifying a cycle threshold (Ct) value using 
these standard curves. However, a standard curve 
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requirement of qPCR may cause variation between 
laboratories and laboratory technicians conducting 
the test. Additionally, absolute quantitative results 
cannot be obtained, which causes limitations re- 
garding standardization, accuracy, and repeatabil- 
ity in the identification of adenovirus DNA using 
qPCR. Furthermore, the qPCR method requires ex- 
perienced personnel, optimization and validation 
with standard references. This circumstance leads 
to variations in laboratory results (6, 7). 


Among the cutting-edge PCR technologies is 
digital PCR (dPCR), which enables the absolute 
quantification of various pathogens. DNA 
templates are partitioned into individual nanoliter 
volumes using oil droplets or microchannels in 
this method. DNA templates are diluted to known 
concentrations during the first step of amplification, 
ensuring that each reaction chamber contains 0-3 
DNA templates. By conducting the amplification 
reaction within these partitions, even low target 
loads can be quantitatively detected, enhancing 
the assay’s sensitivity. Amplification products are 
detected in each partition using fluorescent probes 
or dyes. Consequently, a positive reaction only 
occurs in partitions containing the target DNA, 
and the number of compartments with a positive 
signal allows for absolute quantification without 
cross-reactions (8, 9). Compared to qPCR, there is no 
need for a standard curve in dPCR, and it provides 
absolute quantitative results, which makes this 


HIGHLIGHTS 


e Among the cutting-edge PCR technologies is 
dPCR, which enables the absolute quantification 
of various pathogens. 


¢ Commercially validated kits for detecting HAdV 
DNA in dPCR systems are limited. 


e Although the obtained Ct value falls outside the 
reliable threshold for the qPCR method, it could 
be accurately quantified with dPCR in low copy 
numbers. 


e¢ When the copy number per reaction exceed 2105 
cp/l, current dPCR system leads excessive fluores- 
cence signals and cannot provide quantitative data. 


e This method can adapt to any dPCR system. 
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Determining pan-adenoviral 
primer sequences through 
literature review 


Verification of primers and 


Amplification of HAdV DNA 
from extractions known to 
be adenovirus-positive and 
stored at -20°C using the 
selected primers in 
real-time PCR 


Purification of HAdV DNA 
from PCR products, 
pooling and measurement 
using a Qubit fluorometer 


determining target region 
length (bp) 


Testing the 4 dilutions 
containing the lowest DNA 
concentration in triplicate 
with real-time PCR and 
determining the Ct values 
using selected primers 
and probe 


DNA quantification of the. 
dilutions with dPCR in 
triplicate in three 
independent runs 


analyses 


method advantageous over other PCR methods. The 
literature published so far has reported that dPCR 
is more sensitive than other PCR methods and has 
higher analytical sensitivity, especially in cases 
where the target quantity is low. Additionally, it has 
been reported that dPCR is capable of identifying 
various pathogens or different subtypes of a single 
pathogen in a single session (6, 10, 11). 


The current recommendations for adenovirus 
screening and monitoring for preventive treatment 
in patients at high risk for HAdV infection are still 
relatively varied, and more research is needed to 
provide reliable data that allows for the establish- 
ment of standardized approaches. One of the most 
important conditions for successful antiviral treat- 
ment is making a diagnosis as quickly as possible 
with optimized diagnostic methods and starting 
antiviral treatment in a timely manner (12). Pedi- 
atric allogeneic hematopoietic stem cell transplan- 
tation (allo-HSCT) recipients represent one of the 
most vulnerable patient groups to infections due to 


Preparing 10-fold dilutions of 
standard HAdV DNA 


Estimation of HAdV DNA 
copy numbers using the 
fluorometer result (ng/mL) 
and the base length of the 
target region 


Comparing the results and 
conducting statistical 


Experimental workflow overview 


severely impaired immune system functions. In line 
with the European Conference on Infections in Leu- 
kemia (ECIL) recommendations, a new monitoring 
system concept has been developed for these pa- 
tients. According to this concept, until the immune 
system is reconstituted, sensitive PCR techniques 
should be used to screen for HAdV in peripheral 
blood and stool samples at least once a week (12, 
13). Monitoring adenovirus with sensitive, quanti- 
tative PCR techniques ensures the earliest possible 
initiation of priority interventions, such as antiviral 
therapy, the cornerstone for early detection of viral 
recurrence and prevention of adenovirus-related 
morbidity and mortality (14). With sensitive PCR 
methods, adenoviremia can be detected during the 
period when T lymphocytes are beginning to recon- 
stitute, especially in cases where the viral load is 
low (less than 1000 HAdV copies/ml in the blood). 
This allows for the prevention of disseminated dis- 
ease development due to HAGV, particularly as a re- 
sult of immunosuppression, and ensures controlled 
continuation of treatment (12). 


| This work is licensed under a Creative Commons Attribution-Non Commercial 4.0 International License. 
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Quantitative Detection of HAdV Using Nanoplate-Based dPCR System 


To date, studies have been conducted using the 
dPCR method for adenovirus quantification in both 
transplant recipients under immunosuppression 
and in samples isolated from the environment, and 
these studies continue to attract attention due to 
their advantages. Although droplet-based dPCR 
(ddPCR) technologies appear to be more widely 
used in these studies, nanoplate-based systems 
are emerging as more practical and advantageous 
systems since they do not require additional instru- 
ments and additional steps. They are gaining im- 
portance day by day (11, 15, 16). Furthermore, the 
approach to partitioning the total reaction volume 
differs between nanoplate-based dPCR and ddPCR 
systems. The plate used in nanoplate-based dPCR 
systems allows for even distribution of the reac- 
tion mixture in equal volumes. In addition, when 
nanoplate-based PCR systems are compared to 
ddPCR systems, the partitioning process in nano- 
plate-based dPCR systems is conducted within a 
closed system, minimizing the risk of contamina- 
tion (17). 


While clinical studies have been conducted for the 
quantitative diagnosis of adenovirus using dPCR, 
most of these studies have been performed with 
droplet-based dPCR systems and adequate labora- 
tory optimization with standard samples has not 
been carried out. Correspondingly, we developed 
a highly sensitive test format based on the dPCR 
method that can quantitatively detect all types of 
human adenovirus, even at low copy numbers. This 
study aimed to demonstrate the development of an 
in-house dPCR assay and lay the groundwork for 
sensitive, quantitative detection of human adeno- 
virus, paving the way for future studies, especially 
in order to monitor and follow-up of HAdV reacti- 
vation related to immunosuppressive therapy. 


MATERIALS AND METHODS 

Standardization of HAdV DNA 

The adenovirus DNA hexon gene region used in this 
study was prepared in our laboratory by amplifying 
from the stored extraction products of nasopharyn- 
geal swab samples, which previously tested positive 
for adenovirus using the QlAstat-Dx Multiplex Re- 
al-Time PCR device (Qiagen, Hilden, Germany). We 
selected the primer and probe sequences through 
a literature review to ensure their ability to detect 
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all HAdV serotypes in a single run. Pan-adenoviral 
primers (Sentromer DNA Technologies, Istanbul, 
Turkiye), HAdV Forward: 5’-CAGGACGCYTCGGAG- 
‘ACCTGA-3’, HAdV Reverse I: 5’-CGGTGGTCA- 
CATCGTGGGT-3’, HAdV Reverse II: 5’-GCTGAAG- 
‘ACGTVTCGGTGGC-3’, HAdV Reverse III: 5’-GGT- 
GAAGTAGGTGTCCGTGGC-3’, previously described 
by Yadana et al., were used to amplify the HAdV 
DNA hexon gene region using qPCR, as well as for 
following qPCR and dPCR assays. To ensure fluo- 
rescent signals in the PCR assays, a FAM-labeled 
FAM-TGGTGCAGTTYGCCCG-BHQ1 probe was used, 
as described in the same literature (18). The chosen 
primers were verified using the US National Center 
for Biotechnology Information (NBCI) nBLAST tools, 
and the target sequence was determined using 
BioEdit software. After amplifying HAdV DNA from 
the extraction products using real-time PCR, the 
amplified DNA regions were purified using magnet- 
ic beads (Kapa Biosystems, Roche, USA) and pooled. 
The DNA concentration of the pooled elution was 
determined using an Invitrogen Qubit Fluorometer 
4 (Thermo Fisher, Waltham, MA, USA), following 
the manufacturer’s instructions (data not shown), 
and the DNA amount was found to be 57.73 ng/mL. 
The pooled elution was stored at a temperature of 
-20 °C, used as a master stock, and diluted before 
PCR tests. 


Preparing Dilutions with Known HAdV DNA 
Number 

The sequence of the hexon region was determined 
using BioEdit software, and its length was 69 base- 
pair (bp). The estimated copy number for real-time 
PCR of the stock solution per milliliter was calculat- 
ed as 7.634x10" copies/mL, based on the length of 
the amplified base sequence and fluorometer mea- 
surement using the formula given below (http:// 
www.scienceprimer.com/copy-number-calcula- 
tor-for-realtime-pcr): 


number of copies = amount * 6.022x10?3/ length * 
1x10° * 660 


Ten consecutive tenfold dilutions were prepared by 
diluting the master stock, and among these ten di- 
lutions, the last four dilutions were selected. These 
dilutions contained an estimated 76.34 copies/ 
pl (dilution 1, D1), 7.634 copies/yl (dilution 2, D2), 
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Figure 1.Real-time PCR test results 


(01/76.34 cp/u, Ct 31. D2/7.634 cp/ul, Ct 35. D3/0.7634 cp/l, Ct 37. D4/0.07634 cp/l: Ct 43) 


0.7634 copies/yl (dilution 3, D3), and 0.07634 cop- 
ies/ul (dilution 4, D4) of HAdV DNA. The estimated 
copy numbers were calculated once before dPCR 
experiments, and dilutions were prepared based on 
the initial measurement. The dPCR system has an 
upper detection limit of 10,000 copies/pl. Therefore, 
it is certain that dPCR can detect dilutions contain- 
ing higher copy numbers. The aim of this study was 
to validate a suitable platform for the quantitative 
detection of low DNA copy loads. Therefore, we 
deemed it appropriate to select dilutions contain- 


1 to 3. Therefore, Poisson distribution was used to 
calculate the target DNA count quantitatively. For 
this purpose, the average target DNA count present 
in each nano-partition’s content was calculated by 
multiplying it with the total number of partitions. 
Accordingly, the amount of target DNA per parti- 
tion (A) in a binomial distribution was determined 
by counting the partitions giving negative signals 
and taking into account the volume of all partitions 
filled with the reaction mixture. After calculating 
lambda, the sample concentration containing DNA 


ing lower copy num 


bers in terms of cost-effective- 


ness; dilutions containing higher DNA concentra- 
tions were not included in the study. 


within each partition volume 
(19). At the end of the analysi 
images, heatmaps specific to 


C) was determined 
s, raw fluorescence 
concentrations or 


Reaction Components, Setup and Optimization 

For dPCR tests, the fully automated nano- 
plate-based system, which integrates partitioning, 
thermocycling, and imaging, was the QIAcuity One 
dPCR System (Qiagen, Hilden, Germany). The Ro- 
tor-Gene Q System (Qiagen, Hilden, Germany) was 
used for qPCR tests. The dPCR 24-well nanoplates 
with a partition capacity of 26,000 partitions were 
used for dPCR tests. DNA templates were distrib- 
uted into wells in random numbers ranging from 


partitions, histograms, 1D or 2D distribution plots, 
scatterplots, concentration diagrams, and quanti- 
tative results were automatically generated by QI- 
Acuity Software Suite 1.2.18 (Qiagen, Hilden, Ger- 
many). The 4x QIAcuity Probe Mastermix (Qiagen, 
Hilden, Germany) in the reaction mixture has been 
optimized for microfluidic dPCR systems by the 
manufacturer, and it was purchased and used in 
the reaction mixture in accordance with the ratios 
recommended in the manufacturer's test optimiza- 
tion guidelines (20). 


This work is licensed under a Creative Commons Attribution-Non Commercial 4.0 International License. 
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Quantitative Detection of HAdV Using Nanoplate-Based dPCR System 


Table 1. dPCR test results for each dilution. 


1st run 2nd run 3rd run 

(cp/l) (cp/pl) (cp/ul) 
817.4 785 7172 
D1 750.7 797.6 685.3 
870.2 744.8 765.8 
74.38 30.96 31.82 
D2 74.66 28.48 28.01 
78.93 35.02 35:71 
7.329 2.873 0.958 
D3 6.783 2.203 1.293 
7-953 2.432 1.442 
0.788 0.245 0.528 
D4 0.574 1.04 0.253 
1.374 0.44 3.286 


*Estimated copy numbers: D1=76.34 cp/pl, D2=7.634 cp/pl, D3=0.7634 
cp/ul, D4=0.07634 cp/pl. D: Dilution. 


In both dPCR and real-time PCR tests, the reaction 
mixture was prepared in accordance with the dPCR 
optimizing protocol of the manufacturer; the dPCR 
protocol was directly customized to real-time PCR. 
For each primer, the final concentration was 0.96 
pM, and for each probe, the final concentration 
was 0.48 pM. In real-time PCR, 1 microliter of prim- 
er-probe mixture and 5 microliters of target DNA 
were used in a final volume of 12 microliters (8.5 
k-24 well nanoplate protocol). For dPCR, 4 microli- 
ters of primer-probe mixture and 16.7 microliters 
of target DNA were used in a final volume of 40 mi- 
croliters (26 k-24 well nanoplate protocol). The 4x 
QlAcuity Probe Mastermix was used at a ratio of 1:3 
in real-time PCR and dPCR. All PCR tests were per- 
formed under the same conditions; only standard- 
ized HAdV DNA was used, the same reaction mix- 
ture, and the same temperature profile for optimi- 
zation and validation. Due to material constraints, 
dPCR tests could not be tested with different an- 
nealing temperature profiles, so all tests were con- 
ducted at the same annealing temperature, which 
resulted in inadequate optimization of the test. 
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Performing Real-time PCR and Digital PCR Tests 
Before conducting the dPCR tests, the dilutions 
were first tested in a single session as triplicates us- 
ing real-time PCR to evaluate the performance of 
the primers and probe and determine the Ct values 
of each dilution. In order to develop an in-house 
diagnostic test in a laboratory, it is necessary to 
follow validation and verification rules. To achieve 
this, several parameters such as dynamic range, 
limit of detection (LoD), sensitivity, hmit of quan- 
tification (LoQ), precision, and repeatability need to 
be determined (21-24). In order to determine these 
parameters, four consecutive tenfold dilutions con- 
taining an estimated 76.34 copies/pl, 7.634 copies/ 
pl, 0.7634 copies/yl, and 0.07634 copies/yl of HAdV 
DNA were selected (positive, low positive, negative) 
and they were tested in three independent runs as 
triplicates under the same conditions using dPCR. 
Both dPCR and real-time PCR tests were performed 
using the same temperature profile and cycling 
protocol, which consisted of an initial denaturation 
step at 95 °C for 2 minutes, followed by 45 cycles of 
15 seconds at 95 °C and 30 seconds at 60 °C, anda 
final cooling step at 4 °C. The frozen dilutions were 
thawed before each run. 


Statistical Analysis 

The dynamic range, mean, standard deviation, and 
coefficient of variation values of intra-assay and 
inter-assay data were statistically calculated using 
the GraphPed v9.2.0. software (GraphPad Software 
Inc., Boston, USA). Microsoft Excel program (Micro- 
soft Corp., USA) was used for regression analysis. 


RESULTS 

Determination of Ct Values 

The Ct values of the dilutions containing an esti- 
mated 76.34 copies/l, 7.634 copies/pl, 0.7634 cop- 
ies/ul, and 0.07634 copies/yl of HAdV DNA were 
worked on in triplicate on three different days, and 
were determined to have averages of 31, 35, 37, and 
43, respectively (Figure 1). 


Analyzing and Evaluation of dPCR Tests 

In order to adhere to validation guidelines, four 
consecutive dilutions were tested in triplicates 
across three independent runs. Since ‘rain’ forma- 
tion occurred in scatterplots, the threshold line 
was adjusted based on negative control plots and 
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Table 2. Intra-test results of the dPCR tests. 
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D1 D2 D3 D4 


D1 D2 D3 D4 D1 D2 D3 D4 


Assay 1 Assay 2 Assay 3 

Number of values 3 3 3 3 3 3 3 3 3 3 3 3 
Minimum 751 74.4 6.78 0.574 745 28.5 22 0.245 685 28 0.958 | 0.253 
Maximum 870 78.9 7.95 1.37 798 35 2.87 1.04 766 35.7 1.44 3.29 
Range 120 4.55 1Al7 0.8 52.8 6.54 0.67 0.795 80.5 LE 0.484 3.03 
Mean 813 76 7.36 0.912 776 315 25 0.575 723 31.8 1.23 1.36 
SD 59.9 2155: 0.585 0.414 27.6 33) 0.341 0.414 40.5 3.85 0.248 1.68 
SE of mean 34.6 1.47 0.338 | 0.239 15.9) 1.91 0.197 | 0.239 23.4 2.22 0.143 0.968 
Lower 95% Cl of mean 664 69.7 5.9 -0.117 707 23.3 1.66 -0.454 622 22.3 0.615 -2.81 
Upper 95% Cl of mean 962 82.3 8.81 1.94 844 39.7 3:35 1.6 823 41.4 1.85 5:52 
Coefficient of variation (%) 7.37 3.36 7.96 | 45.40 | 3.55 10.50 | 13.60 | 72.10 | 5.61 12.10 | 20.10 124 


D: Dilution, SD: Standard deviation, SE: Standard error, Cl: Confidence interval. 
*Estimated copy numbers: D1=76.34 cp/pl, D2=7.634 cp/pl, D3=0.7634 cp/pl, D4=0.07634 cp/l. 


Table 3. Inter-test results of dPCR tests. 


D1 D2 D3 D4 
Number of 9 9 9 9 
Values 
Minimum 685.3 28.01 0.958 0.245 
Maximum 870.2 78.93 7.953 3.286 
Range 184.9 50.92 6.995 3.041 
Mean 770.4 46.44 3.696 0.9476 
SD 55.07 22.34 2.822 0.9509 
SE of mean 18.36 7448 0.9406 0.317 
hdcliaaid 728.1 29.27 1.527 0.2166 
Cl of mean 
epee 812.8 63.62 5.865 1.678 
Cl of mean 
Coeficient of 7.15 48.11 76.35 100.40 
variation (%) 


D: Dilution, SD: Standard deviation, SE: Standard error, Cl: Confidence 
interval. 

*Estimated copy numbers: D1=76.34 cp/pl, D2=7.634 cp/l., D3=0.7634 
cp/ul, D4=0.07634 cp/l. 


the fluorescence signal results of the partitions to 
minimize false-negative plots. The scatterplots are 
shown in Figure 2, and dPCR test results for each 
dilution and run are presented in Table 1. In Table 
2, the intra-test mean values, dynamic ranges, stan- 


Table 4. Comperhensive values of estimated copy 
numbers, Ct values and inter-test dPCR results for each 
dilution. 


Ct values Inter-test dPCR mean copy 
(rounded) numbers (cp/pl) 

D1 31 7704 

D2 35 46.44 

D3 37 3,7 

D4 43 0.95 


*Estimated copy numbers: D1=76.34 cp/pl, D2=7.634 cp/l., D3=0.7634 
cp/ul, D4=0.07634 cp/pl. D: Dilution. 


dard deviation, standard error of the mean, upper 
and lower confidence intervals, and coefficients of 
variation are provided for each test. The inter-test 
results are displayed in Table 3. In the dilution con- 
taining the highest DNA concentration to the low- 
est, the inter-test coefficient of variation (CV) val- 
ues were calculated as 7.15%, 48.11%, 76.35%, and 
100.40%, respectively. The estimated copy numbers 
for real-time PCR, Ct values, and dPCR results are 
presented comprehensively in Table 4. 


The dynamic range of the test ranged from 770.4 to 
0.95 copies/l, in line with the mean values of three 
independent triplicate runs. It is important to note 
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Figure 2. D scatterplots of three independent dPCR assays. 


Analyzed portion 


*Estimated copy numbers: D1: 76.34 cp/ul, D2: 7.634 cp/ul, D3: 0.7634 cp/pl, D4: 0.07634 cp/pl. 


that the upper detection limit of the test is 10,000 
copies/yl due to the nature of dPCR. We aimed to 
develop a dPCR-based system capable of detecting 
all types of adenoviruses at low copy numbers while 
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ensuring cost-effectiveness. Therefore, the dilution 
containing 76.34 copies/yil HAdV DNA was selected 
as the first dilution of the test with a high DNA con- 
centration. As a result, the upper limit of the test is 
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770.4 copies/il due to this particular circumstance. 
To determine LoD and LoQ values, the dilution con- 
taining the lowest DNA concentration among the 
four dilutions tested in triplicate in three indepen- 
dent runs was utilized based on the inter-session 
mean value. Hereby, the LoD and LoQ values were 
both determined as 0.9476 copies/ul (Table 3). The 
coefficient of determination (r*) value was calculat- 
ed to be 0.9986, correlating with the estimated copy 
numbers (Figure 3). 


DISCUSSION 


Significant technological advancements have been 
made in dPCR technology since the publication of 
the Minimum Information for Publication of Quan- 
titative Digital PCR Experiments (dMIQE) guide- 
lines. dPCR has transitioned from being a technol- 
ogy used in a few laboratories for expensive and 
limited applications to having an expanded appli- 
cation capacity due to its unique advantages com- 
pared to other PCR techniques (19). dPCR provides 
more sensitive and accurate results than qPCR due 
to its ability to partition the sample into nano-sized 
partitions, allowing for individual amplification in 
each partition and providing quantitative results 
even at low DNA copy numbers (8, 9, 11). Consid- 
ering the given information, due to the absence 
of any commercially available dPCR kit and appli- 
cation suitable for the absolute quantification of 
human adenovirus, this study aimed to develop a 
nanoplate-based dPCR test system for the quanti- 
fication of adenovirus, specifically to contribute to 
the quantitative diagnosis and monitoring of ade- 
novirus. 


To determine the analytical sensitivity, linearity, 
dynamic range, and intra-assay and inter-assay re- 
peatability of the developed test, a stock solution 
containing the target DNA was diluted tenfold and 
tested in three independent sessions with three 
replicates each. The DNA concentration in the 
master stock was measured using the Qubit fluo- 
rometer method before the PCR tests. Based on the 
results obtained within the selected dilution se- 
ries, we believed that our study had high analytical 
sensitivity and repeatability. Due to the lower limit 
of detection of the test being 10 times lower than 
qPCR, it was considered a more sensitive method, 
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R2=0.9986 
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dPCR copy number (cp/l) 


Figure 3: R2 value of the test correlating with estimated copy numbers. 


and it could be used as an alternative diagnostic 
method in diagnosing and monitoring of adenovi- 
rus. However, when the target DNA copy number 
per reaction exceed 210°, qPCR maintains its dy- 
namic range and linearity, while dPCR leads exces- 
sive fluorescence signals at these copy numbers 
and cannot provide quantitative data (6, 7, 9). Cor- 
respondingly, dilutions with a target DNA quantity 
exceeding 10,000 copies/l were not included in the 
study, and the highest concentration was select- 
ed as <10* copies/] according to the feasible upper 
detection limit of the system, ensuring that there 
were no limitations due to the high saturation, and 
the test results maintained their linearity. 


In some dPCR studies, the lack of clear assign- 
ment between negative and positive scatterplots 
and the presence of a large number of partitions 
emitting intermediate signals can lead to the 
challenging occurrence of ‘rain, which compli- 
cates test optimization. In this study, the cause of 
‘rain’ formation can be explained by the selection 
of pan-adenoviral primer sequences targeting all 
human adenovirus pathogenic serotypes and the 
preparation of a pooled standardized DNA region 
from probable different serotypes known to be 
HAdV positive (25). Unfortunately, due to budget 
and material constraints, all tests were conduct- 
ed at only one annealing temperature and could 
not be tested at different annealing temperatures. 
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This has resulted in insufficient optimization of 
the test. To address this issue in the quantification 
of adenoviruses, it is believed that further optimi- 
zation tests and experimental comparisons with 
serotype-specific primer sequences and standard- 
ized different DNA controls are necessary. In addi- 
tion, false-positive signals sporadically can occur. 
These false-positive partitions cannot be distin- 
guished from true-positive partitions, as reported 
in many studies (25). 


According to the results obtained from previous 
studies, it has been reported that microfluidic 
dPCR, ddPCR, and gPCR show equivalent sensitivity 
at low copy numbers or that dPCR is more sensitive 
than qPCR (11, 15, 16). In the study of 97 children 
who underwent HSCT in the post-transplant peri- 
od, Haruta and colleagues conducted adenoviral 
viral load monitoring using a droplet-based dPCR 
system. In this study, while real-time PCR detected 
HAdV DNA positivity in 2% of all samples, ddPCR 
detected HAdV DNA positivity in 9% of samples. 
Additionally, the low coefficient of variation in ddP- 
CR was reported as an indicator of the test's high 
repeatability. However, both methods reported a 
sensitivity of 5 IU/reaction, and the benefit of ddP- 
CR in terms of sensitivity in clinical studies is not 
clear (11). In this study, the Ct value of the dilution 
containing 0.07634 copies/ul HAdV DNA was 43 
with qPCR, which is above the reliable upper limit. 


In comparison, the quantification limit was deter- 
mined as 0.9476 copies/yl using the dPCR meth- 
od. While this Ct value obtained falls outside the 
reliable threshold for the qPCR method, it could 
be quantified with dPCR with ten times sensitivi- 
ty. However, repeatability and test sensitivity de- 
creased in the fourth dilution, which had the lowest 
DNA copy number, and the CV value was 100.40%. 
The significant increase in CV in this study, espe- 
cially at Ct values that could be considered nega- 
tive in real-time PCR, 1.e., very low copy numbers, 
indicates the imprecision of the dPCR method. 
These initial data underscore the importance of 
further detailed studies to enhance laboratory and 
clinical validation. According to the intra-assay and 
inter-assay results of dilutions with higher DNA 
concentrations, high repeatability (coefficient of 
variation, standard deviation) was observed, which 
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was consistent with other studies (11). However, it 
should be noted that due to the limited dynamic 
range inherent to dPCR systems (upper detection 
limit of 10° copies/l), quantitative data cannot be 
obtained for DNA copy numbers exceeding the dy- 
namic range. 


In studies conducted using conventional PCR, qPCR, 
and ddPCR by Dong et al., droplet dPCR was report- 
ed to be 100 times more sensitive than qPCR and 
more specific when cross-reactions were controlled. 
Although dPCR methods are more costly compared 
to other PCR methods, they offer advantages in bi- 
ological studies due to their ability to provide abso- 
lute quantitative results, high specificity, sensitivi- 
ty, and repeatability (10). In line with the findings of 
this study, in our study, for three dilutions (D2, D3, 
D4) where amplification curves with Ct values >33 
were deemed unreliable to be considered positive 
by real-time PCR, the dPCR method successfully 
provided quantitative data. 


Detecting the presence of various microorganisms 
in samples isolated from the environment is cru- 
cial for monitoring public health, disease epidemi- 
ology, and surveillance (15, 16). Various PCR tech- 
niques are utilized for diagnostic purposes in such 
situations that pose a threat to public health. In a 
study conducted by Kishida and colleagues on the 
quantification of enteric HAdVs in river waters us- 
ing nanoplate-based dPCR, they determined the 
dynamic range of the test as 420-2700 copies/L. In 
line with these results, they reported that reliable 
quantification data can be obtained with dPCR even 
when the target copy number in the reaction mix- 
ture is low. They attributed this to the binary out- 
put of dPCR, where each nanoliter-volume partition 
either exhibits a positive or negative PCR reaction, 
and the quantified copy number is independent of 
PCR amplification efficiency (15, 16). In our study, 
which focused on the quantification of human ad- 
enovirus using the nanoplate-based dPCR meth- 
od, the mean value of the highest detection level 
in triplicate tested dilutions was determined as 
770.4 copies/yl, and the mean value of the lowest 
detection level was 0.9476 copies/l. These findings 
demonstrate that the dPCR system can provide 
quantitative results with high sensitivity. 
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In our study, which focused on the quantification 
of human adenovirus using the nanoplate-based 
dPCR method, the mean value of the highest detec- 
tion level in triplicate tested dilutions was deter- 
mined as 770.4 copies/l, and the mean value of the 
lowest detection level was 0.9476 copies/yl. Com- 
pared with real-time PCR system, it should be noted 
that these DNA concentrations cannot be reliably 
detected and quantified with real-time PCR. While 
some studies have shown that dPCR is a highly sen- 
sitive method, it has been reported that this sys- 
tem is not yet suitable for routine diagnosis and 
requires further development (16). In a laboratory, 
it is necessary to determine the sensitivity of an in- 
house quantitative test and perform its validation. 
There are criteria that must be tested according to 
ISO 15189 and ISO 17025 for the Accreditation of 
Medical Laboratories in order to determine these. 
These criteria require determining the dynamic 
range, LoD, LoQ, and repeatability of the developed 
test (21, 22, 26). To determine the dynamic range 
of the developed test, it is recommended to work 
with a minimum of five logarithmic concentration 
ranges, each performed in triplicate (22). According 
to the operating protocol of the dPCR system used 
in this study, the dynamic range was reported as 
10*-10° copies/yl (17, 20). As the starting point of 
our study, determining the sensitivity of the test at 
ow viral copy numbers was our primary objective. 
Since current molecular diagnostic methods used 
in adenovirus diagnosis can detect sensitively down 
to 1000 copies/ml, working with four consecutive 
ogarithmic dilutions, as previously mentioned, was 
considered appropriate in terms of both technica 
and cost aspects to determine the dynamic range of 
the test. To our knowledge, the present study holds 
the distinction of being the first validation study 
conducted to develop a nanoplate-based dPCR as- 
say for the quantification of adenoviruses. 


In order to develop a new test method in a labo- 
ratory, determining the sensitivity of the method 
goes beyond establishing the detection limit. The 
detection limit is generally the lowest target DNA 
concentration at which the amplified product is 
qualitatively detected with at least 0.95 probabil- 
ity Determining this concentration is achieved by 
creating a dilution series of samples consisting of a 
single component (21, 22). Based on these theoret- 
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ical findings, a consecutive 4-logarithmic dilution 


was performed to determine th 
and the average LoD value of the 
determined as 0.9746 copies/ul. 7 


e detection limit, 
repeated test was 
The LoQ of the de- 


veloped test is the lowest amount of analyte that 
can be reliably measured. To determine this, dilu- 


tions containing the analyte at 


ow concentration 


levels should be repeatedly tested. The quantifica- 


tion limit can be equal to the d 


etection limit but 


cannot be lower (26, 27). In this s 


tudy, a consecutive 


4-logarithmic dilution was performed in three sep- 
arate sessions with three replicates each to deter- 
mine the LoQ value. Dilutions with a Ct value great- 
er than 31 were used for absolute quantification 
of adenovirus DNA without using clinical samples. 
The highest Ct value used in our study was 41, and 
the lower LoQ was determined to be 0.9476 in the 
dPCR method. However, as there may be differenc- 
es in LoQ values between our standard and clinical 
samples, thus, it is important to validate our meth- 
od with clinical samples in order to make it suitable 
for field use. Since different matrices and clinical 
samples were not used in this study, the LoQ and 
LoD values should equal 0.9746 copies/l. 


In Japan, a nanoplate-based dPCR system was used 
for the multiplex diagnosis of various waterborne 
viral pathogens, including adenovirus serotypes 3, 
7, and 55, in water samples collected from the en- 
vironment. According to the results obtained, the 
LoQ value for adenoviruses was reported as 2 cop- 
ies/microliter (28). Our study results are in parallel 
with this research, with a LoQ value determined as 
0.9476 copies/microliter. The limitation of our study 
is that it could not be conducted with different ma- 
trices or different clinical samples, so the LoQ value 
was considered equal to the LoD value. In tests in- 
volving different matrices or clinical/environmen- 
tal samples, the LoQ value should be equal to or 
greater than the LoD value (26). 


The parameters that establish the accuracy of an 
in-house test are reliability and precision, and pre- 


cision is further ensured by repea 
ducibility. Repeatability refers to 
test under the same conditions, in 


tability and repro- 
testing the same 
the same labora- 


tory, with the same equipment, and using the same 


method by a single analyst multip 


e time. Reproduc- 


ibility, on the other hand, measures the consistency 
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of results obtained by testing the assay several times 
by different analysts in different laboratories un- 
der different conditions (21, 29, 30). This study was 
conducted in the Istanbul University-Cerrahpasa 
Molecular Microbiology Laboratory using the same 
equipment and performed by the same analyst. Di- 
lutions were prepared and repeated a total of nine 
times each. The obtained results demonstrated that 
the test was highly repeatable. However, in order to 
determine the reproducibility of the test, it was in- 
tended to conduct further stages of the study under 
different conditions. In addition, the CV values of 
the developed test increased in repeated tests, and 
the repeatability of the test decreased in these di- 
lutions. It is believed this was due to the repeated 
freeze-thaw cycles of the dilutions during ongoing 
experiments (19). 


Linear regression analysis (1?) is a method used to 
demonstrate the relationship and, if present, the 
strength of the relationship between the average 
quantitative values of repeated tests of dilutions 
with known concentrations. A value close to 1 indi- 
cates a high relationship between the variables (26). 
In this study, dilutions with known target analyte 
concentrations were used. The concentration of the 
dilutions was determined by performing measure- 
ments with a fluorometer, and a linear regression 
analysis was conducted by comparing the quan- 
titative results obtained from dPCR testing with 
the Qubit fluorometer results. Since we estimated 
and calculated the copy numbers in the dilutions, 
they did not directly match the quantitative results 
obtained with dPCR; however, the relationship be- 
tween the results was determined by the r* value. 
The r? analysis correlating with the estimated copy 
numbers was determined to be 0.9986, which indi- 
cated that the test results were highly consistent. 


The method was designed with a limited budget and 
limited materials because this study is a doctoral 
thesis. Therefore, we believe that the formation of 
‘rain’ occurred due to the inability to perform test 
optimization with different temperature profiles, as 
well as the use of pan-adenoviral primer sequences 
that can detect all adenovirus serotypes in a single 
run. In addition, since testing could not be done in 
different laboratory conditions, with different per- 
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sonnel and different matrices, the reproducibility 
of the test could not be evaluated. 


Different dilutions tested in a single run were car- 
ried out on a single plate in the nanoplate-based 
digital PCR system used in the study. There was 
no separate cover for each well on the plate, and 
after distributing the dilutions and negative tem- 
plate control (NTC) to the micro-wells, the plate 
was covered with a single seal at once. We believe 
that due to the high sensitivity of the dPCR system, 
micro-wells containing NTC may have given false 
positive signals due to nucleic acid contamination 
during the pipetting of positive samples or during 
the process inside the cabinet. 


In all dPCR systems, quantitative results are deter- 
mined using Poisson distribution, and based on this 
statistical method, the significantly lower detection 
limit is considered 1 copy/yl, which is why signals 
below this limit cannot be evaluated as true posi- 
tives. The average quantitative result of the positive 
partitions seen in dilution 4 was close to 1 (0.9476 
cp/pl), while the positive signals in the NTC gave 
results between 0.4-0.0 cp/ul. Due to this difference 
between low-concentration wells and NTC wells, 
these signals were insufficient to be considered as 
positive and were considered as contamination. 


The dPCR method stands out as a highly advanta- 
geous technique compared to other PCR methods 
due to its suitability for absolute quantification, its 
ability to provide more sensitive and reliable re- 
sults at low copy numbers, and its lower likelihood 
of obtaining different results among laboratories 
and users without the need for a standard curve. 
Based on the results obtained from this study, we 
believe that the dPCR method could be an easy and 
effective alternative for monitoring adenoviral load 
and providing absolute quantification, especially 
in low copy numbers. In this regard, to make this 
test suitable for routine field use, it needs to be 
supported by further in-vitro and clinical studies in 
subsequent stages. Advanced laboratory optimiza- 
tion and validation studies need to be conducted to 
overcome limitations in the study, and the results 
need to be tested with different matrices and clin- 
ical samples. 
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